Electromagnetic induction imaging with atomic magnetometers has disclosed unprecedented domains for imaging, from security screening to material characterization. However, applications to low-conductivity specimens -most notably for biomedical imaging -require sensitivity, stability, and tunability only speculated thus far. Here, we demonstrate contactless and non-invasive imaging down to 50 S m −1 using a 50 fT/ √ Hz 87 Rb radio-frequency atomic magnetometer operating in an unshielded environment and near room temperature. Two-dimensional images of test objects are obtained with a near-resonant imaging approach, which reduces the phase noise by a factor 172, with projected sensitivity of 1 S m −1 . Our results, an improvement of more than three orders of magnitude on previous imaging demonstrations, push electromagnetic imaging with atomic magnetometers to regions of interest for semiconductors, insulators, and biological tissues.
Imaging is ubiquitous throughout science, technology, and everyday life. However, some areas remain not directly accessible. This is because of the lack of dedicated instrumentation, or the limited sensitivity of established technologies. This is the case of conductivity mapping of biological tissues and organs, which is precluded to currently deployed diagnostic devices. Contactless and non-invasive access to such information would provide insight and diagnostic tools for several conditions, whose clinical phenotype features modifications of the conductivity of the involved tissues. Examples include degenerative neurological and muscular diseases, fibrosis, skin healing, liver, lung and mammary glands tumors 1 , hemorrhages, edemas, and cardiac fibrillations. Conditions such as atrial fibrillation have enormous human and economic costs due to non-ideal diagnostics and limited access to the fundamental pathogenic mechanisms 2 .
A possible solution to the problem of identifying suitable imaging devices is magnetic induction tomography 3 , which has been proposed for many applications in the biomedical field [4] [5] [6] [7] . In this approach, an oscillating magnetic field induces eddy currents, whose density depends on the local properties of the specimens, and a magnetometer measures the secondary field produced by them. However, the limited sensitivity and tunability of the magnetic sensors in use -most often pick-up coils -have prevented suitable imaging performance. Detection of low-conductivity objects (≈ 1 S m −1 ) has only been achieved with conventional sensors for very large volumes (e.g., 2000 cm 3 ) 8 .
Electromagnetic induction imaging with radio-frequency atomic magnetometers 9,10 has the potential to overcome such limitations. It has been successfully demonstrated in a number of applications, including localization and identification of non-metallic targets 11 , material characterization [11] [12] [13] [14] , and a) Electronic mail: l.marmugi@ucl.ac.uk security screening 15, 16 . Thus far, imaging has been limited to large conductivities (≥ 10 5 S m −1 ). Recently, highconductivity imaging has been also obtained with nitrogenvacancy (NV) center magnetometers 17 , where the proximity to the specimen reachable with a nano-sized sensor can compensate for the current lack of sensitivity. However, none of these demonstrations has fully met the requirements for practical uses in conductivity mapping of biological tissues. Namely: i) high sensitivity for measuring the small response of non-conductive specimens; ii) broad tunability for controlling the penetration and compensating for the decrease in conductivity; iii) high-phase stability in unshielded environments for ensuring reliable imaging; and iv) large dynamic range (i.e. the ability to simultaneously image large differences in conductivity) to image specimens with large variations in conductivity, without any detrimental saturation effect.
In this Letter, we address the above points, demonstrating 2D electromagnetic induction imaging of 6.25 cm 3 specimens down to 50 S m −1 . Images are obtained with a 50 fT/ √ Hz, broadly tunable 87 Rb radio-frequency (RF) atomic magnetometer [18] [19] [20] [21] , operating in a magnetically noisy environment. Specimens are imaged in real time, in the form of a phase map, directly proportional to the local conductivity. Phase stability better than 0.03 • across the imaging area over several hours is obtained by biasing the RF atomic magnetometer to near-resonant operation. In this way, the impact of residual magnetic noise is reduced by two orders of magnitude. Simultaneous imaging of samples spanning three decades in conductivities is also demonstrated. Our results represent a 1460-fold improvement in conductivity over previous works performing electromagnetic imaging with atomic magnetometers 11 -extending its domain to low-conductivity specimens. This moves applications to biomedical imaging closer 2 .
A sketch of the setup is shown in Fig. 1(a) . The core of the system is a cubic quartz chamber containing isotopically arXiv:1805.05743v2 [physics.atom-ph] 30 Aug 2019 enriched 87 Rb and 40 Torr of N 2 as buffer gas. The cube has a side of 25 mm. The vapor cell is housed in a 3D printed Nylon case, hosting an active temperature control system (4.6 W capacity). The vapor is maintained at 45 • C. The sensor is held in place by a polylactide (PLA) mount, secured to a marble table equipped with Sorbothane vibrational isolators.
A three-axes Helmholtz and a three-axes quadrupole coil sets ensure homogeneity of the magnetic field at the sensor's position by cancelling stray fields and gradients, respectively. A DC bias field (B bias , alongẑ) is actively stabilized by a proportional-integrative-derivative (PID) loop referenced to a fluxgate in close proximity to the atomic magnetometer. The fluxgate continuously monitors the background magnetic field. Its output is used as the error signal of a feedback loop 13, 22 . The magnetic field compensation system has a response band between DC and 1 kHz, imposed by the fluxgate.
Atomic spins are optically pumped by a circularly polarized laser detuned by +80 MHz with respect to the D 1 line (5 2 S 1/2 |F=1 → 5 2 P 1/2 |F = 2 ), at 795 nm. Tuning of the magnetometer is obtained with B bias , collinear to a pump beam along +ẑ (See Fig. 1(a) ). Optical pumping accumulates atoms in the |F = 2, m F = +2 state. B RF (generated by a single ferrite-core coil of 7.8 mm diameter, and oscillating along ±ŷ) coherently drives atomic Zeeman coherences at ω RF . Precessing spins are probed by a second laser, linearly polarized and tuned to the D 2 line (1.35 GHz to the blue side of the 5 2 S 1/2 |F=2 → 5 2 P 3/2 |F = 3 transition) at 780 nm ( Fig. 1(b) ). The probe beam propagates along +x. Detection of Larmor precession is obtained through Faraday rotation of the probe beam's polarization plane. The rotation is measured by a polarimeter connected to a lock-in amplifier, referenced to ω RF . Throughout this work, the amplifier's time constant T C is set to 500 ms. Operation of the RF atomic magnetometer in the range between 100 kHz and 2 MHz -the upper limit currently imposed by the acquisition electronics -is obtained.
Unlike conventional atomic magnetometry, which relies on the measurement of spontaneously generated magnetic signals [23] [24] [25] [26] , in our approach B RF (t, y) induces eddy cur-rents in the samples, with a density exponentially decaying alongŷ ( Fig. 1(c) ) as determined by the skin effect 27 , and a magnetic signature proportional to ω 2 RF , as already reported 8 . Specimens are placed in between the RF coil and the atomic magnetometer, 30 mm above it. However, this arrangement is not a requirement for electromagnetic induction imaging with atomic magnetometers [12] [13] [14] . Samples are supported by a motorized PLA and Nylon support (step size 2 mm). Eddy currents produce a secondary field (B EC ) opposing B RF and phase-lagged with respect to it. B EC contains information on the conductivity σ , permittivity ε, permeability µ, and the geometry of the samples 28, 29 . Such information is retrieved by monitoring the influence of B EC on the atomic spins' motion. Data is stored in position-referenced matrices. Each pixel is the result of a single measurement. Datasets are then smoothed with a nearest-neighbor Gaussian filter (radius 4 mm), and plotted in color-coded 2D graphs. The color map is scaled between the maximum and the minimum of each single image, unless otherwise indicated. In the following, the symbol ∆Φ is used to convey the idea of a variation from the sensor's equilibrium (i.e. no eddy currents) induced by the sample and the related B EC . However, no background subtraction is performed. In all cases, samples are clearly imaged with satisfactory definition. The 5 × 10 1 S m −1 sample surpasses the previous record by 1460 times 11 . The maximum recorded ∆Φ decreases with the samples' conductivity and hence their dopant levels -with an approximately linear relationship between ∆Φ and ω RF σ . Correspondingly, the phase variation at a given fre- quency becomes smaller, as σ decreases, unless ω RF is suitably increased. At 2 MHz the skin depth δ (ω RF ) is smaller than the sample thickness for the most conductive specimens. This reduced penetration into the bulk explains why the maximum ∆Φ for the 1 × 10 4 S m −1 sample (Fig. 2(a) ) is smaller than that of the 5 × 10 3 S m −1 one (Fig. 2(b) ).
Imaging single specimens does not provide any indication of the response in the presence of abrupt and large variations in conductivity. This is another essential requirement for biomedical imaging and navigation: for example, cancerous tissues can exhibit increases in conductivity up to 500 times 1 . To demonstrate the large dynamic range and the conductivity sensitivity of our system, a simultaneous image at 2 MHz of the six samples of different conductivities is shown in Fig. 2(g) . This covers a change in conductivity of a factor 200. The low-conductivity samples exhibit a decreasing contrast but are clearly visible -with signal levels consistent with the previous images.
Images shown in Figs. 2(a)-(g) were only possible after reducing the noise-induced phase variations. These hamper the imaging process: for imaging low-conductivity, phase stability is as critical as the sensitivity and the tunability of the RF atomic magnetometer. Residual magnetic noise shifts the magnetometer frequency and perturbs the recorded phase, imposing a limit on the smallest detectable phase change and therefore on the imaging performance. Magnetic noise is greatly reduced by operating within magnetically shielded environments, however this is not suitable for practical uses of electromagnetically induction imaging. Alternatively, self-tuning optimization could significantly improve the performance of active compensation systems for atomic magnetometers 30 .
Instead, we introduce near-resonant induction imaging with RF atomic magnetometers, as illustrated in Fig. 3 . Such a solution can be extended to other magnetometers -indepen-dently of the performance of the field stabilization, if applicable -and to any resonant, phase-sensitive system characterized by residual phase noise limiting its performance.
With this technique, the RF atomic magnetometer is biased to operate in quasi-resonant conditions ( Fig. 3(a) ), where the gradient of the phase response is the smallest (Fig. 3(b) ). This minimizes the impact of magnetic field noise on the system's output whilst maintaining the sensitive detection of phase changes ∆Φ arising from B EC . To quantify the performance improvement provided by near-resonant imaging, the phase noise is recorded across the imaging area (δ Φ meas ) at ω RF = 2 MHz, as shown in Fig. 3(c) . In other words, δ Φ meas represents the total phase noise recorded whilst imaging in absence of a specimen. The optimum working point is where δ Φ meas is minimal (i.e. highest phase stability). Estimates of the phase noise are obtained from the residual magnetic field noise after active stabilization -5 nT, regardless the operational frequency. The intrinsic phase noise limit (δ Φ 5nT ) is calculated from this value, and used for identifying the best operational conditions ( Fig. 3(d) ). The near-resonant detuning point is dependent on the operation frequency as must be chosen accordingly. For example, at ω RF = 200 kHz the detuning is +375 Hz. In the case of Fig. 3 , in resonant conditions, the minimum detectable conductivity is 160 S m −1 , as a result of the phase noise. Near-resonant operation at 2 MHz, with a detuning of +750 Hz, reduces the phase noise by a factor 172, thus bringing the residual noise phase to δ Φ 5nT = 0.03 • . This projects imaging to the 1 S m −1 level, fully matching the requirements for imaging biological tissues 2 (≤ 10 S m −1 ). Figure 4 demonstrates the tunability of the imaging system: in panels (a)-(c), we show the 5 × - Fig. 2(d) ). For a penetration depth larger than the object's thickness, a linear dependence of the phase on the frequency is expected 8 , as anticipated:
where µ 0 is the magnetic permeability of free space. This can be observed in the case of the low-conductivity samples, for which this condition is satisfied -See lower part of Fig. 4(d) . For the higher conductivities, deviations from Eq. 1 can be noticed in the upper part of Fig. 4(d) , and are attributed to the skin effect. This regulates the generation of eddy currents, and thus the volume contributing to the imaging signal. At high frequency, the skin depth for the highconductivity specimens is smaller than their thickness (e.g., for the 1 × 10 4 S m −1 sample, t/δ ωRF ≈ 2.8 at 2 MHz). Thus, the effective volume is reduced, and a lower increase of ∆Φ max with frequency is observed. The results of Fig. 4 also demonstrate that our system is capable of resolving variations in conductivity ≤ 2, thus covering a wide range of cases of interest for biomedical imaging 31 . In conclusion, we have demonstrated contactless and non-invasive electromagnetic induction imaging of lowconductivity specimens with an ultra-sensitive (50 fT/ √ Hz) and broadly tunable (100 kHz-2 MHz) RF atomic magnetometer biased to operate in near-resonant conditions. Imaging was obtained in unshielded environments, near room temperature. Images of low-conductivity test samples -6.25 cm 3 doped semiconductors measuring between 1 × 10 4 S m −1 and 5 × 10 1 S m −1 -represent a three orders of magnitude reduction in the lowest-conductivity material imaged with an atomic magnetometer, and a substantial decrease in volume with respect to previous results with low-conductivity samples. A large dynamic range was also observed, with the largest span of conductivities ([1 × 10 4 S m −1 , 5 × 10 1 S m −1 ]) simultaneously imaged, to date. Near-resonant operation allowed the reduction of the phase-noise in unshielded environment to 0.03 • in operational conditions. Projected performance of our system indicate sensitivity to 1 S m −1 in unshielded environment, with a sensitivity to changes in conductivity smaller than a factor 2, thus matching the requirements for long-sought applications in biomedical imaging. Here, variations of conductivity between 10 2 and 10 are expected, on a scale of several millimeters 1,2 . In light of the results presented in this Letter, this performance appears achievable in the very short term. Dedicated optimisation and validation for specific conditions would be then necessary.
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